Embolization of a prosthetic mitral valve leaflet: localization with intravascular US.
The authors describe a case in which a leaflet from a mitral valve prosthesis embolized to the right external iliac artery. Intravascular ultrasound proved useful in locating the valve fragment prior to and during surgery, allowing for its removal.